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The Perkin-Elmer Corporation 
Electro-optical Division 

PREFACE 

Report No. 7030B 

This document constitutes the final engineering report for contract 

number NAS 8 - 2 5 5 5 ,  George C. Marshall Space Flight Center, National Aeronautics 

and Space Administration. 
I 

The report is similar to Perkin-Elmer preliminary report No. 7030A 

(previously submitted to NASA) ant 

made to the LR2A instrument to date. 

incorporates a description of all refhements 

Sections IV: V ,  and VI have been added to include the actual 

test procedure followed, test results, future modifications, and a summary. 

Section IIIA has been revised to include the effects of the sensing 

prism re-imaging technique incorporated into the instrument. 

Section IIIC has also been revised to include a reference prism 

modification and a new gain adjustment scheme. 

All other deviations from report No. 7030A are minor and in no way 

effect the  stated conclusions, 
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SECTION I 

INTRODUCTION 

The az i rmth  alignment theodo l i t e  r e q u i r e d  f o r  t he  v a r i o p  Sa tu rn  

v e h i c l e s  will o p e r a t e  a t  d i s t a n c e s  of from 300 t o  1000 f e e t  a t  e l e v a t i o n  angles 

to  40 degrees .  I t  must measure azimuth d e v i a t i o n  a n g l e s  of up t o  A 1  minute wi th  

5 second accuracy i n  the  presence  of i3 inches  of dynamic v e h i c l e  sway and 512 

inches  of long term d e f l e c t i o n .  

The ins t rument  c o n s i s t s  of an 8- inch a p e r t u r e  au tomat ic  n u l l - s e n s i n g  

au toco l l ima to r  whose l i n e  of s i g h t  is d i r e c t e d  through a movable pen ta  mi r ro r  

t o  the  2 x 2-inch Sa tu rn  i n e r t i a l  r e f e rence  p l a t fo rm pr i sm.  Dynamic sway com- 

pensa t ion  i s  provided by the  8- inch a p e r t u r e ,  whi le  p e n t a  t r a n s l a t i o n  p rov ides  

e r r o r l e s s  compensation f o r  the  l a r g e r  long term d e f l e c t i o n .  

1 
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A. TEE OVERALL SYSTEM \ 

The general form of t h e  long range t h e o d o l i t e  to  be s u p p l i e d  

(dee igna ted  as LRPA) is  shown i n  Figure 1, t h e  a u t o c o l l i m a t o r  o p t i c a l  a r r ange -  

ment in Figure  2, t h e  f u n c t i o n a l  block diagram I n  F igu re  3, and the  al ignment  

arrangement i n  F igu re  4. 

The au toco l l ima to r  and the t r a n s l a t i n g  pen ta  m i r r o r  a r e  on a l a t h e -  

bed type base which may be e l e v a t e d  during s e t u p  t o  a c q u i r e  the  i n e r t i a l  p l a t -  

form r e f e r e n c e  p r i s m .  The pen ta  dev ia t e s  t h e  a u t o c o l l i m a t o r  beam t o  t h e  2 x 2 -  

i n c h  prism, and the  energy r e f l e c t e d  back t o  the  a u t o c o l l i m a t o r  g e n e r a t e s  an 

e r r o r  s i g n a l  whenever the  p r i s m  moves from the  d e s i r e d  azimuth o r i e n t a t i o n .  

The v e h i c l e  can be seen a t  a l l  times i n  the  TV camera . ( suppl ied  by NASA) which 

views through the  au toco l l ima to r ,  and the  pen ta  may be remotely c o n t r o l l e d  t o  

ma in ta in  t h e  p l a t fo rm prism cen te red  i n  the f i e l d .  Penta  d e v i a t i o n  i s  u n a f f e c t -  

ed  by small r o t a t i o n s ,  and thus the  al ignment  d i r e c t i o n  is unchanged as the  

p r i s m  translates.  

The 8-inch au tocol l imator  a p e r t u r e  provides  +3 inches  of dynamic 

sway compensation when the  p la t form pr i sm is nu l l ed ,  and t h e r e f o r e  the  pen ta  

need n o t  be p o s i t i o n e d  with e s p e c i a l l y  g r e a t  accuracy.  

i s  l o c a t e d  wi th in  the range of penta t r a v e l  and o r i e n t e d  normal t o  the d e s i r e d  

al ignment  d i r e c t i o n  by survey .  Autocol l imator  ze ro  al ignment  can e a s i l y  be 

A f i x e d  r e f e r e n c e  p r i s m  

2 
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checked by au toco l l ima t ion  wi th  the r e fe rence  p r i s m  when the  pen ta  i s  p o s i -  

t i o n e d  i n  front of i t .  Any error sbserved  may be c o r r e c t e d :  

(1) by opera to r  azimuth adjustment  of the  i n s t r u -  

ment; and 

( 2 )  by remote compensation of t he  guidance s y s t e m  

(no t  p a r t  of the LR2A equipment) .  

The i n d i c a t o r s  and the  c o n t r o l s  a r e  in a rack  mounted package l o -  

c a t e d  i n  the  t h e o d o l i t e  h u t  and permit convenient  s e tup ,  a c q u i s i t i o n ,  and moni- 

t o r i n g .  

swi t ches .  A NASA TV camera w i l l  view the  i n d i c a t o r s  f o r  remote viewing, and 

t h e  c o n t r o l s  a r e  ope ra t ed  through D-C r e l a y s  which a l low pa ra l l e l  remote opera-  

t i o n .  I t  is  ev iden t  t h a t  the LR2A c o n s t i t u t e s  a s imple,  e f f e c t i v e ,  and h igh ly  

a c c u r a t e  s o l u t i o n  t o  the  Sa tu rn  azimuth alignment problem. 

The i n d i c a t o r s  a r e  two vol tmeters  and a lamp,, and the  c o g t r o l s  are 

B. THE AUTOCOLLIMATOR 

The au toco l l ima to r  c o n s i s t s  of an 8- inch o f f - a x i s  Maksutov c a t a -  

d i o p t r i c  l e n s  of about 30 inch foca l  l eng th  with automatic ,  TV, and v i s u a l  

sens ing  means a t  i t s  focus .  The automatic sens ing  equipment has  the same form 

as t h a t  used  i n  almost a l l  of the  many Perkin-Elmer al ignment  in s t rumen t s .  

L igh t  from an incandescent  lamp, made a l t e r n a t e l y  i n c i d e n t  o r  e i t h e r  s i d e  of 

the  s l i t  pr ism nose by a motor dr iven chopper, i s  r e f l e c t e d  to  t h e  o b j e c t i v e  

l ens ,  co l l ima ted ,  t r ansmi t t ed  t o  the  p la t form prism, and r e f l e c t e d  back t o  the 

o b j e c t i v e  which reimages the i l l umina ted  s l i t  i n  i t s  o m  plane  a t  u n i t y  rriagni- 

f i c a t i o n .  If the p l a t fo rm prism i s  not  p r e c i s e l y  normal t o  the  au toco l l ima to r  

a x i s ,  the r e t u r n e d  image w i l l  be  d isp laced  l a t e r a l l y  on the s l i t  and l i g h t  of 

7 
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one phase w i l l  be i n c i d e n t  on t h e  lead s u l f i d e  (PbS) d e t e c t o r  l o c a t e d  below. 

The magnitude of t h e  s i g n a l  i s  p ropor t iona l  t o  t h e  p r i m  d e v i a t i o n  from n u l l ,  

and t h e  s i g n a l  phase i n d i c a t e s  t h e  d i r e c t i o n  of d e v i a t i o n .  

The c o n f i g u r a t i o n  of the source  condenser  m i r r o r s  and sens ing  pr ism 

i s  such t h a t  some l i g h t  i nc iden t  on t h e  nose of t h e  pr i sm would s p i l l o v e r  i n t o  

t h e  e r r o r  d e t e c t o r  i f  i t  were loca ted  d i r e c t l y  behind t h e  prism. To avoid t h e  

adve r se  e f f e c t s  of t h i s  s p i l l o v e r  l i g h t  a re-imaging s y s t e m  i s  l o c a t e d  b e h i n d  

t h e  pr i sm which serves t o  image t h e  c lear  nose of t h e  sens ing  pr i sm on a mech- 

a n i c a l  s l i t .  This s l i t  i s  made narrow enough t o  exc lude  a l l  s p i l l o v e r  l i g h t  

;ret i t  i s  wide enough t o  inc lude  a l l  e r r o r  s i g n a l  energy.  The n e t  r e s u l t  i s  

a c l e a n  e r r o r  s i g n a l  f r e e  of r e s i d u a l  s p i l l o v e r  s i g n a l .  

Chopping phase is sensed by a d e t e c t o r  which p rov ides  t h e  r e f e r e n c e  

s i g n a l  r equ i r ed  f o r  e r r o r  s i g n a l  demodulation. 

DC ou tpu t  s i g n a l  which remotely modulates t h e  i n e r t i a l  p l a t f o r m  400 cps  carrier, 

the reby .avo id ing  t r ansmiss ion  of t ha t  carr ier  t o  t h e  t h e o d o l i t e  h u t ,  The au to -  

c o l l i m a t o r  e r r o r  s i g n a l  reduces e s s e n t i a l l y  t o  ze ro  a t  a u t o c o l l i m a t o r  n u l l ,  where 

t h e  f i r s t  harmonic s i g n a l  a l s o  h a s  a very  low level. The measuring d e t e c t o r  con- 

s e q u e n t l y  does not  c o n t a i n  s u f f i c i e n t l y  p o s i t i v e  a c q u i s i t i o n  in fo rma t ion  near  n u l l .  

A s e p a r a t e  a c q u i s i t i o n  d e t e c t o r  i s  t h e r e f o r e  employed which sees a l a r g e  p a r t  of 

t h e  au toco l l ima ted  l i g h t  sou rce  inage and provides  a p o s i t i v e  a c q u i s i t i o n  s i g n a l  

i n  t h e  form of a r e l a y  c l o s u r e  and an i l l u m i n a t e d  lamp. The au tocol . l imator  i s  

comple te ly  s ta t ic  du r ing  monitor ing except  f o r  t h e  i n t e r n a l  chopper.  It is re- 

q u i r e d  to  move in e l e v a t i o n  w i t h  the pen ta  du r ing  s e t u p  p r i m a r i l y  t o  prevent  t h e  

c o l l i m a t e d  s l i t  from r o t a t i n g  out  of v e r t i c a l ,  as i t  would o the rwise  do. 

The a u t o c o l l i m a t o r  s u p p l i e a  a 

\ 

The TV camera normally looks through t h e  au toco l l ima to r ,  but a 

s e l e c t o r  m i r r o r  permi ts  d i r e c t  viewing through a focus ing  eyep iece  which pre-  

m i t s  a l ignment  of t h e  instrument  during s e t u p  

8 
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C. THE TRANSLATION MECHANISM 

The most important  design f e a t u r e  of t he  LR2A is the  use  of a 

movable pen ta  mi r ro r  t o  provide:  i n i t i a l  p o s i t i o n i n g  of the  l i n e  of s i g h t ,  

l a r g e  ampli tude sway compensation, and convenient  access  t o  the  r e f e r e n c e  

pr i sm.  

The penta  m i r r o r  i s  a cons tan t  d e v i a t i o n  dev ice  which permi ts  

t r a n s l a t i n g  the t r ansmi t t ed  beam p r e c i s e l y  p a r a l l e l  t o  i t s e l f  i n  the  presence  

of small  penta  angular  d i s t u r b a n c e s .  Penta angular  motion of more than  4 a r c  

minutes  nust occur  before  the  t ransmi t ted  beam w i l l  s h i f t  more than 1 second.  

Thus, t h e r e  i s  no g r e a t  d i f f i c u l t y  in  provid ing  a penta  t r a c k  s u f f i c i e n t l y  

f l a t  and s t r a i g h t  t o  i n s u r e  t h a t  l e s s  than 1 second of  s h i f t  occurs  dur ing  

pen ta  t r a n s l a t i o n .  S ince  the  s h i f t  i s  g iven  by  the  square  of penta  angular  

motion, i t  decreases  r a p i d l y  a s  t h i s  angu la r  motion i s  reduced below 4 minutes .  

The t h r e e  func t ions  accomplished by  penta  t r a n s l a t i o n  a r e  e f f e c t e d  

by manual c o n t r o l  of penta  p o s i t i o n .  I n i t i a l  p o s i t i o n i n g  and sway compensation 

ad jus tments  a r e  made i n  accordance with the  view seen by the  au toco l l ima ted  TV 

camera. T r a n s l a t i o n  of t he  p e n t a  i n  f r o n t  of the r e f e r e n c e  pr ism i s  evidenced 

by a darkening of the  TV view and by a p o s i t i o n  i n d i c a t i o n  on the pen ta  p o s i -  

t i o n  meter. 

The penta  i s  d r iven  over a t r a v e l  of 30 inches  by a b a l l - b e a r i n g  

l e a d  screw a c t u a t o r  opera ted  by a DC motor. 

p o s i t i o n  readout  on a s u i t a b l y  enscr ibed  meter .  

A b u i l t - i n  po ten t iome te r  permi ts  

9 
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D .  THE ELEVATION MECHANISM 

The e l e v a t i o n  mechanism permi ts  convenient  l o c a l  o r  remote e l eva -  

t i o n  adjustment  of the LR2A base during s e t u p  over  a range from 20 degrees  t o  

40 degrees ,  w i th  a nominal ope ra t ing  va lue  of 30 degrees .  

w i l l  n o t  be changed during ope ra t ion .  

The e l e v a t i o n  angle  

There a r e  s e v e r a l  ways i n  which the  e l e v a t i o n  a x i s  may be l o c a t e d  

wi th  r e s p e c t  t o  the r e fe rence  pr ism to  i n s u r e  t h a t  the  t r a n s m i t t e d  beam is 

i n c i d e n t  on t h a t  p r i s m  a t  any e l e v a t i o n  a n g l e .  Because the  LR2A w i l l  be nor -  

m a l l y  used  over  only a smal l  p a r t  of its e l e v a t i o n  range,  i t s  des ign  i s  s i m p l i -  

f i e d  by use  of the  e l e v a t i o n  mechanism i l l u s t r a t e d  i n  F igu re  1. The r e fe rence  

pr ism i s  provided with a h e i g h t  adjustment  t o  accommodate g r o s s  changes i n  

monitor ing e l e v a t i o n  ang le .  

The e l e v a t i o n  adjustment w i l l  be made through a DC motor-dr iven 

b a l l - b e a r i n g  l e a d  screw a c t u a t o r  i n  accordance with the  view t r a n s m i t t e d  by 

t h e  TV camera. 

E .  THE REFERENCE PRISM 

The r e fe rence  p r i s m  i s  a roof p r i s m  a l i g n e d  wi th  i t s  apex h o r i -  

z o n t a l  and o r i e n t e d  normal t o  the d e s i r e d  azimuth d i r e c t i o n  of p l a t fo rm prism 

a l ignment .  I t  is l oca t ed  a t  the end of pen ta  t r a v e l ,  and may be viewe8 when- 

ever i t  is d e s i r e d  to  check au toco l l ima to r  n u l l  a l ignment .  

The prism has one end mirrored and normal t o  the  apex i n  a v e r t i -  

cal  p l ane  t o  permi t  convenient  l e v e l l i n g  of the  apex with an opt i ca l  l e v e l  or 

t h e o d o l i t e ,  I ts  azimuth o r i e n t a t i o n  must be e s t a b l i s h e d  by a f i r s t  o r d e r  survey 

10 
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The p r i s m  mounting i s  made extremely r i g i d  and s t a b l e  t o  r e l i a b l y  

ma in ta in  r e f e r e n c e  o r i e n t a t i o n .  Its height  may be a d j u s t e d  a s  d i s c u s s e d  above. 

F. THE CONTROL PANEL 

Associa ted  wi th  the  LR2A is a c o n t r o l  pane l  (see Figure,  ) which 

i n c o r p o r a t e s  t h e  i n d i c a t o r s  and c o n t r o l s  r e q u i r e d  f o r  o p e r a t i o n .  The ind ica -  

t o r s  a r e  two a p p r o p r i a t e l y  ensc r ibed  7 inch  meters  which measure v o l t a g e s  

r e p r e s e n t i n g  the  following: 

(1) Penta p o s i t i o n  

(2)  Azimuth e r r o r  angle;  and 

(3) A lamp, which when on i n d i c a t e s  t h a t  t h e  i n s t r u -  

ment i s  au tocol l imated  wi th  t h e  p l a t fo rm p r i s m .  

NASA w i l l  provide s e p a r a t e l y  t h e  very impor tan t  a d d i t i o n a l  i n d i c -  

t o r s  f o r  remote checking of LR2A opera t ion :  

(1) The TV p i c t u r e  of t h e  view through the  LR2A 

(2) The TV p i c t u r e  of t h e  c o n t r o l  panel 

The c o n t r o l s  f o r  t h e  LR2A c o n s i s t  of: 

(1) Pcnta p o s i t i o n  

(2 ) Eleva t i  on 

Cont ro l  of t hese  func t ions  i s  e f f e c t e d  by two panel swi t ches  through 

DC r e l a y s .  The r e l a y s  may a l s o  be opera ted  from a remote l o c a t i o n  i f  s u i t a b l e  

DC s i g n a l s  a r e  in t roduced  i n  p a r a l l e l  w i th  t h e  swi tch  i n p u t s .  

G .  SYSTEM INSTALLATION AND ALIGNMENT 

The LR2A w i l l  be i n s t a l l e d  on a very  massive and s t a b l e  c o n c r e t e  

base i n  an  a i r  cond i t ioned  hu t  (see Figure  4 ) which p r o t e c t s  i t  from p r e c i p i -  

t a t i o n ,  condensa t ion ,  l a r g e  temperature v a r i a t i o n ,  and blowing sand, m i s t ,  e t c .  
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The high  q u a l i t y  h u t  window through which moni tor ing  w i l l  t a k e  p l a c e  is to be 

s u p p l i e d  by PEC0,and w i l l  be discussed  i n  g r e a t e r  de t a i l  f u r t h e r  a long  i n  t h i s  

r e p o r t .  

The p r e s e n t  a l ignment  concept i s  as  fo l lows ,  The r e f e r e n c e  pr i sm 

and LR2A are  i n s t a l l e d ,  l e v e l l e d ,  and a l igned  roughly.  The au toco l l ima to r  i s  

ene rg ized  and wi th  t h e  penta  i n  the  cen te r  of  i t s  t r a v e l  t h e  L E A  i s  a d j u s t e d  

i n  azimuth and e l e v a t i o n  u n t i l  t h e  r e t i c l e  c ros swi re s  a r e  cen te red  on t h e  m i s -  

s i l e  window. The penta  i s  then  moved i n  f r o n t  of the  r e f e r e n c e  pr i sm and t h e  

l a t t e r  a d j u s t e d  i n  azimuth u n t i l  t h e  au toco l l ima to r  i s  n u l l e d ,  By a f i r s t  

o r d e r  survey  the azimuth of t h e  r e fe rence  prism, and t h e r e f o r e  of  t h e  a l i g n -  

ment d i r e c t i o n ,  i s  determined. 

Af t e r  s e tup ,  t h e r e  shol;ld be l i t t l e  change i n  LR2A azimuth o r i e n t a -  

t i o n .  I n  t h e  u n l i k e l y  even t  t h a t  a nu l l  s h i f t  should occur  i t  w i l l  be denoted 

by t h e  p re sen t  of  an azimuth e r r o r  s igna l  on t h e  c o n t r o l  panel  when t h e  i n -  

s t rument  i s  checked w i t h  t he  re ference  p r i s m ,  Small n u l l  s h i f t s  presumably 

can be compensated wi th in  the  NASA cont ro l  loop from t h e  blockhouse.  

E; SYSTIM9 OIBbUTIOW 

A t  any t i m e  a f t e r  alignment the  fo l lowing  o p e r a t i n g  procedure w i l l  

be emp1oye.d. 

The penta  i s  set  i n  t h e  cen te r  of i t s  t r a v e l  and t h e  e l e v a t i o n  
/ 

angle  a d j u s t e d  t o  t h e  v a l u e  f o r  t he  given o p e r a t i n g  d i s t a n c e  and p l a t fo rm 

pr i sm h e i g h t .  While observ ing  the  TV p i c t u r e  o r  looking  through the  eyepiece ,  

bo th  e l e v a t i o n  and penta  p o s i t i o n  are a d j u s t e d  t o  d i r e c t  t h e  LRZA beam t o  t h e  

p l a t f o r m  prism. 

12 
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The penta is  then moved. to  the  checking p o e i t i o n  i n  f r o n t  of t h e  

r e fe rence  prism, and the LR2A output  s i g n a l  observed.  I t  may e i t h e r  be c o r -  

r e c t e d  by adjustment  of t he  LR2A or compensated i n  the  control loop. 

me penta  i s  aga in  moved back t o  view the  p l a t fo rm p r i s m ,  and t h e  p la t form 

is  torqued i n  azimuth toward the alignment l i n e  of s i g h t .  A c q u i s i t i o n  of t he  

p r i s m  w i l l  be observed by i l l umina t ion  of the  a c q u i s i t i o n  lamp and the  appear-  

ance of  a s i g n a l  on the  azimuth e r r o r  meter .  

be used  t o  main ta in  the  p l a t fo rm f ixed  i n  the al ignment  azimuth. 

The LR2A ou tpu t  s i g n a l  may then 

I t  i s  t o  be r e i t e r a t e d  t h a t  by a p p r o p r i a t e  connec t ions  t o  the  LR2A 

the complete o p e r a t i o n a l  procedure may be performed from t h e  blockhouse.  

13 
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SYSTIM ANALYSIS AND DETAILH) DESCRIPTION 

A. AUTOCOLLIMATOR ELECTRO-OPTICAL PERFORMANCE 

1. General Procedure 

The first step in predicting autocolllmator performance is to com- 

pute its radiant sensitivity, or the energy which becomes incident on its de- 

tector for a given mirror deviation angle. 

a small proportional range (slit angle small with respect to angle subtended 

by objective lens at mirror), this is accomplished by: 

For an azimuth autocollimator with 

(1) computing the integrated energy per unit 

width i n  the autocollimated image of a loss- 

less system along a vertical on-axis line, and 

(2) taking its product with the amount of horizontal 

image motion corresponding to the desired mirror 

deviation angle. 

This basic result is then reduced by a gain factor made up of 

several terms (due t o  absorption, reflection, filament geometry, etc.) which 

gives the useful signal at the detector. The autocollimator signal-to-noise 

ratio (SNR) follows by relating the modulated signal to the detector noise 

characteristics, and llmiting autocollimator performance may be inferred di- 

rec t ly t here f r m. 
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2 .  Basic Transmission 

Along tho vortical Line image in Figure 5 ‘any axial infinitesimal 

point of area A contains energy 
2 a A J ? = N - - &  
f2 

for a 2400’K 350 Watts 
.rl in.2 steradian 

where N = source radiance = 

source with emissivity of .296. For off-axis points the image irradiance de- 

creases due to vignetting as in Figure 5, from which the vignetting coefficleat 
\ 

is seen to be 

for a = 2 inches, b : 5 inches; and the image height is 

bf The image energy per unit width&, where CLA - M w  = -An is D 

For a mirror azimuth deviation A0 the horizontal image motion i s  

frun which the basic autocollimator radiant sensitivity is found to be 

15 
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/ \ 

b D b f 4  
Light from p o i n t s  A and B is r e f l e c t e d  back completely o u t s i d e  
o b j e c t i v e  l e n s  ape r tu re ,  and these  p o i n t s  i n  image a r e ,  t h e r e -  
fo re ,  completely dark .  
the  fol lowing form. 

Brightness  d i s t r i b u t i o n  i n  image has 

-- 

Height 

If b = 5 ,  a E. 2 ,  average 
r e l a t i v e  b r i g h t n e s s  over  
f u l l  image h e i g h t .  K = 0.8 

V 

- 
R e  1 a t i v e  
Br ightness  

F igure  5 .  Autocol l imator  Aperture  Vignet t ing  and 
Image Brightness  C h a r a c t e r i s t i c s  
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3. Gain Reduction Factor (See Figure 6) 

Metallic reflections: 13 aluminum 

at .9 or hlgher -I 

Air Glass Transmission: 

29 at .96 2- 

13 . 9  

.96 29 

~~ ~~ - 

Report No. 7030 B 

IRT-211 pellicle coatlng tranmiesion: 
(See Figure 7) 

2 .85 

Atmospheric transmission: 
2 .92 

Fllament Coverage (for G . E .  1630 with 
1 x 2 nrm coiled filament) A .70 

The gain reduction factor KB is the product of these terms, 

The true autocollimator radiant sensitivity is 

op 
be 

2 -  2N ~ - K v  b Ke E =  
A0 D 

and if D = 1000 ft = 12000 inches 

and 0 = 1 arc second = 4 . 8 ~ 1 0  radians -6 

350 x 4x.8r5x ,033 x 4.8~10-~ AP R - =  

12000 
A0 

= 4.6~10-~sratts/arc second 
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4. Detector SNR 

The DC signal available for a mirror deviation of 1 arc second is 

4 6x 1 0-8 watt s 

For square wave chopping the RMS signal will be approximately one- 

half of the DC level 

- 8  PmS = 2-3x10 watts 

The minhum energy detactable by a given detector is 

2 A = detector area in CUI' = .04m for l x h  detector 

Af = measuring bandwidth = (say) 5 cps 

D* = detector detectivity in autocollimator 

and 

rmS 
P 

SNR = - 
'min 

gives the desired autocollimator SNR for 1 arc second mirror deviation. 

A typical lead sulfide detector optimized for this application 

can be shown (Infratron Lead Sulfide Technical Bulletfn No. 2, Infrared 

Industries, Inc.) to have a detectivity of 

therefore 

10 D* = 4x10 

92 0 
.45 

10 
- -  - -. 2.3~10-~ x 4x10 
I 

2.3 x SNR = 

SNR E: 2040 
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The RMS signal voltage from the PbS detector (from Infration 

Catalog) is 
V - 3  volts 
e -  lo arc second 
- -  

The SNR of 2040 for l arc second mirror deviation is clearly very 

large. This level is sufficiently high to avoid SNR reduction by the detector 

preamplifier. Thus, with reasonable care in design it is possible to maintain 
\ 

the inherent autocollimator noise well level below the largest uncontrollable 

noise sources: air path shimmer and external extraneous light. These latter, 

based on previous experience, should normally not prevent attainment of 1 arc 

second angular resolution if the measuring bandwidth is sufficiently narrow,, 

B. AUTOCOLLIMATOR MEASURING CHARACTERISTICS 

1. The Measuring System 

Autocollimator measuring characteristics are determined basic- 

ally by the objective lens and mirror apertures and by the operating distance. 

For the LR2A system with an 8 inch wide objective lens and a 2 inch wide mirror, 

the system transmission characteristJcs are shown in Figure 9 in terms of the 

angular range over which an axial object point may be sensed as a function of 

operating distance. It is seen that with the mirror centered, full gain out 

to 21 arc minute exists up to 450 feet, but that at 1000 feet full transmission 

exists up to +26 arc seconds, while the total acquisition range is +42 arc 

seconds. 

These figures do not, however, represent actual autocollimator 

performance, for the effect of the necessary detector slit has not yet been 

considered. At this juncture regard must be given to optimizing LR2A operation 

20 
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89 

300 f t  . 
+ 

59 

450 f t .  

600 f t  . 

143 
1000 f t  . 

I I 1 1 
95 

1 I I r 

120 10 20 30 4 0  50 60 70 80 90 100 110 

Mirror Tilt Angle (Arc Seconds) 

\ 
Left Hand s i d e  
symmetrical with 
Righ f 

Figure 8 ,  Autocollimator T r m m i s s i o n  Chsracter- 
i s t lcs  With 8-Inch Aperture and 2-Inch 
Mirror for O n - h i e  Point 
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Relative Gain 
88.8 

Left Hand s i d e  
symmetrical with 
Right 

Figure 9. Autocoilimator Measuring Character- 
istics With &Inch Aperture, 34 Arc 
Second Sensing Prism Slit and 2-Inch 
Mirror 
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for the actual distances at which it will be used. The first application 

will involve a base line of 300 feet and an elevatlon angle of 30 degrees 

for a total operating distance of 350 feet. 

foreseen, the C - 5  Saturn, will double these figures, and the maximum operating 

distance will, therefore, be about 700 feet. 

The most advanced application 

The detector slit constitutes a dark zone between the two adjacent 

out-of-phase light source images on the sensing prism. 

the slit determines the proportional measuring range of the autocollimator 

wherein the light intensity on the detector increases in direct proportion to 

the mirror deviation angle from null. The proportional range is nevertheless 

basically limited by the aperture and operating distance factors above. 

slit width, by separating the bundles of light corresponding to the two phases 

of transmitted light, reduces the dynamic sway tolerance of the system while 

increasing the angular measuring range, and thus a compromise must be reached 

between these two effects. 

The angular width of 
\ 

The 

Since 500 feet is the proportional mean distance between 350 and 

700 feet, LR2A operation will be optimized for 500 feet. By simply changing 

the sensing prism it can be optimized for other distances in the future if 

so desired. If 1-inch bundle separation of the two light phases is allowed 

at 500 feet, the slit angular extent is 34 arc seconds, its linear width is 

.005 inch, and the autocollimator proportional measuring range at any distance 

up to 1000 feet is 217 arc seconds. Figure 9 summarizes the overall angular 

measuring characteristics of the L U A  at sevcra? =perattrig distasces with 

the platform prism centered. 
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With the system nulled, the permissible dynamic prism sway for no 

more than 25 percent gain change is 53.2 inches at 300 feet, 23 inches at 500 

feet and 52.5 inches at 1000 feet. 

These performance characteristics are wholly consistent with the 

intendec! function of the LR2A. 

2 .  Acquisit Lon Indication 

The dichroic beamsplitter required to send all visible light from 

the missile to the TV camera conversely removes all visible light from the 

autocollimator sensing system. Thus the autocollimator radiant signal cannot 

be seen, and acquisition, therefore, cannot be observed visually or in the 

TV camera. 

An acquisition signal is necessary primarily to differentiate 

between the absence of a measuring error signal at null and i t s  absence due 

to no light being returned to the autocollimator. So long as a measuring 

error signal is present it provides sufficient acquisition information but 

its fluctuations and possible absence at null make it useless for automatic 

control purposes. 

Acquisition sensing near null is provided by an acquisition de- 

tector operating near an autocollimated focal plane separated from the sensing 

prism by an uncoated glass beamsplitter. This detector sees a large signal 

at the fundamental modulation frequency when the measuring system is at null. 

An acquisition relay is controlled by the aCqUiSitiOR detector signal su;;~?.,ed 

with the azimuth measuring signal. In operation the latter is the first to 

appear and insures that an acquisition indication is given only when a 

25 
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measuring signal is present. 

acquisition detector then assumes control and maintains continuity of  the 

acquisition indicator through null as required. 

As the measuring signal reduces near null, the 

Acquisition is indicated by a light on the control panel and by 

a relay closure which may be used for remote switching control. 

C .  REFERENCE PRISM DESIGN 

1. Basic Geometrical and Radiometric Considerations 

The reference prism serves two primary functions: 

(1) As a presumably more stable element than the 

autocollimator it permits checking for possible 

drift in the autocollimator. 

( 2 )  It is a transducer through which the non-visible 

autocollimator line of sight may be transferred 

to a survey theodolite for determination of the 

alignment azimuth direction. 

The reference prism also serves to check out the autocollimator 

for proper operation and can be used for gain adjustment as well. 

In order to serve these functions the reference prism should 

satisfy three criteria. It should: 

(I) Produce the same size diffraction pattern as 

the platform prism. 
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(2)  Provide the same radiometric gain as the plat- 

form prism at one operating distance. 

( 3 )  Simulate the geometrical effects of the plat- 

form prism. 

These criteria are in conflict. In order to provide the same size 

diffraction pattern as the platform prism and satisfy the first criterion a r e f -  

erence prism of the same aperture as the platform prism must be used. 

The second criterion can be satisfied through the use  of an optical 

attenuator or by a reduction in the size of the reference prism aperture through 

the use of a mechanical attenuator (mask). 

The third criterion cannot be met if simulation of large operating 

distances is desired. Thus while the platform prism will form an autocollimated 

image of height. 
5 x 30 
12000 = - = .012 inch b f  

D h = -  

at 1000 feet, the reference prism will form an image of 

lamp filament, or ,080 inch. No error arises from this 

mator sensing prism slit whose effective angular height 

the same height as the 

source if the autocolli- 

is 

- -  ._ .0027 radian = 9 arc minutes .080 
30 

is oriented normal to the penta prism principal plane within 

= 4 x = + 1 3  minutes, 2 x 5 x 

2.7 

a condition easily achieved. 

Since one of the primary considerations of the reference prism is to 

provide a stable calibrating device for setting the LR2A gain adjustment, a mech- 

anical attenuator’of appropriate size is permanently installed in front of the 
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f a c e  of  t h e  prism. An o p t i c a l  a t t e n u a t o r ,  a l though i t  can accomplish t h e  same 

resu l t ,  i s  less s t a b l e ,  may int roduce s p e c t r a l  d e s c r i m i n a t i o n  and wedge a n g l e ,  

and i s  t h e r e f o r e  less  d e s i r a b l e  than t h e  mechanical a t t enc ia to r  employed. 

To compensate f o r  t h e  increase  i n  g a i n  a mask w i t h  an a p e r t u r e  of 

.63" x .63" is  i n s e r t e d  i n  f r o n t  of t h e  r e f e r e n c e  prism. This ,  a long  w i t h  a 

c a l i b r a t i o n  wedge provided g i v e s  a convenient  c a l i b r a t i o n  f o r  t h e  1000' o p e r a t -  

i n g  d i s t a n c e .  The use of a mask such as  t h i s  s a t i s f i e s  t h e  second c r i t e r i o n  

and compromises wi th  t h e  f i r s t .  Although a d e c r e a s e  i n  t h e  r e f e r e n c e  pr ism 

a p e r t u r e  w i l l  r e s u l t  in a corresponding i n c r e a s e  i n  d i f f r a c t i o n  p a t t e r n  s i z e  

on t h e  sens ing  prism, t h i s  is p a r t i a l l y  compensated f o r  by t h e  e f f e c t i v e l y  i n -  

c r e a s e d  r i z e  d i f f r a c t i o n  p a t t e r n  which i s  a r e s u l t  of a tmospheric  sh-r dur-  

l n g  t a r g e t  pr i sm viewing. 

2 .  Gain Adjustment 

To i n s u r e  s a t i s f a c t o r y  o p e r a t i o n  of t h e  LR2A i n  t h e  i n e r t i a l  p l a t -  

form azimuth al ignment  loop, i t s  input-output  g a i n  must be a d j u s t e d  c l o s e  t o  a 

s p e c i f i e d  va lue  of 100 m i l l i v o l t s  per a r c  second f o r  any operatin:; d i s t a n c e .  

The g a i n  v a r i a t i o n  w i t h  d i s t a n c e  i s  an i n v e r s e  r e l a t i o n ,  and a c a l i b r a t e d  p o t e n t i -  

ometer i s  provided t o  a d j u s t  f o r  t h e  a c t u a l  o p e r a t i n g  d i s t a n c e  once t h e  g a i n  

a t  1000 f e e t  is known. 

The s i m p l e s t  and most obvious g a i n  adjustment  method i s  t o  i n s e r t  

i n t o  t h e  o p t i c a l  pa th  a wedge o f  known a n g u l a r  d e v i a t i o n  (say 15 arc seconds)  

when t h e  LR2A i s  n u l l e d  w i t h  t h e  re ference  p r i s m .  With t h e  wedge i n  t h e  o p t i c a l  

p a t h  and o r i e n t e d  t o  produce, say,  c lockwise d e v i a t i o n ,  t h e  range poten t iometer  

knob is a d j u s t e d  t o  g ive  a 15 a r c  second r e a d i n g  on t h e  e r r o r  s i g n a l  iueter. Sym- 

metry i s  checked t h e r e a f t e r  by r o t a t i n g  t h e  wedge 180" t o  o b t a i n  d e v i a t i o n  i n  t h e  

counterc lockwise  d i r e c t i o n  which should r e c l i l t  i n  a 15 a r c  second r e a d i n g  of  op- 

p o s i t e  s i g n .  
2 8  
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The s e t t i n g  cor responds  t o  the  0 db p o i n t  - a d i s t a n c e  of 1000 f e e t  w i t h  no 

o p t i c a l  e l e n e n t s  (windows) i n  t h e  path.  The knob should  be locked a t  t h i s  

p o i n t  and t h e  moveable d i a l  r o t a t e d  u n t i l  0 db marking f a l l s  under t h e  knob 

poi i i te r .  The d la l  is t hen  locked i n  p l a c e ,  

To conpensate  f o r  var ious  d i s t a n c e s  and t h e  i n c l u s i o n  of windows 

i n  t h e  o p t i c a l  pa th  r e f e r e n c e s  should be made t o  a c h a r t  provided w i t h  t h e  

in s t rumen t .  

The c o r r e c t i o n  f a c t o r  i s  a r r i v e d  a t  b-r adding t h e  db l e v e l s  c o r r e s -  

ponding t o  t h e  number of elements i n  t he  path and s e t t i n g  t h e  knob p o i n t e r  t o  t h e  

new db. level. For example: i f  the range i a  400 f e e t  and t h e r e  are 2 window i n  t he  

o p t i c a l  path,  t he  db c o r r e c t i o n  f o r  range is  -8.30 and t h e  c o r r e c t i o n  f o r  window 

l o s s e s  i s  +2.80 db. The t o t a l  c o r r e c t i o n  is -0.30db 400 f e e t  
+2.85db 2 windows 
-5.45db 

The knob p o i n t e r  should be set to  5.50db. 

Table  1 prov ides  c o r r e c t i o n  f a c t o r s  needed t o  set t h e  g a i n  c a l l b r a -  

t i o n  f o r  almost any s i t u a t i o n .  

3 Design Cons i d e r a t  ions  

a. General  

T h e r e  are two b a s i c  w a y s  i n  which t h e  r e f e r e n c e  p r i s m  could  be em-  

ployed t o  t ransduce  t h e  a u t o c o l l i n a t o r  l i n e  of s i g h t  t o  an obse rvab le  survey  

d i r e c t i o n :  

(1) Both t h e  LR28 and t h e  survey  t h e o d o l i t e  would look i n t o  t h e  roof f a c e  of 
t h e  r e f e r e n c e  pr ism a t  approx ina te ly  the same e l e v a t i o n  ang le ,  

( 2 )  
t o  t he  au toco l l ima ted  roof f a c e  d i r e c t i o n .  The LR;1A would look i n t o  t h e  roof 
f a c e  and t h e  s u r v e y  t h e o d o l i t e  would look h o r i z o n t a l l y  at the end f ace .  

The r e f e r e n c e  p r i s m  would be provided w i t h  one end f a c e  a c c u r a t e l y  normal 

The f i r s t  nethod i s  g e n e r a l l y  p r e f e r a b l e  and w i l l  be employed i n  

t h e  LRZA sys t em.  

There are s e v e r a l  f a c t o r s  which a r e  impor tan t  i u  ach iev ing  t h e  de- 
29 
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b .  Prism Geometry 

The r e f e r e n c e  pr ism and the p la t fo rm pr i sm must be a r ranged  t o  

ensu re  t h a t  they  w i l l  i n d i c a t e  t h e  same azimuth when au toco l l ima ted  wi th  t h e  

LR2A. In t h i s  case azimuth i s  def ined as t h e  d i r e c t i o n  i n  a h o r i z o n t a l  p l ane  

assumed by a l e v e l l e d  au toco l l ima to r  n u l l e d  wi th  t h e  pr i sm.  

The alignment p l ane  i s  e l eva ted  a t  an  ang le  of 30".  The r e f e r e n c e  

pr i sm is  a d j u s t a b l e  by changing wedge-shaped s p a c e r s  t o  nominal e l e v a t i o n  

ang le s  of 25O, 30" and 35", and i s  intended t o  accept  a k5' range of LR2A 

e l e v a t i o n  ang le  ( P )  i n  each p o s i t i o n .  I f  t h e  i n d i c a t e d  azimuth (2) of t h e  

r e f e r e n c e  pr ism i s  t o  change no more than  1 a i c  second ove r  t h i s  e l e v a t i o n  

range  due t o  c r o s s - l e v e l  e r r o r ,  the  p r i s m  apex d e v i a t i o n  ang le  from h o r i z o n t a l  

( e )  must be no g r e a t e r  than  

1 

r a d i a n s  = 12 a r c  seconds & 200- - 12 
1 200.000 8 max = - = B -- 
12 

Allowing some t o l e r a n c e  f o r  t h e  l e v e l l i n g  process ,  t h e  r e f e r e n c e  pr ism end 

f a c e  i s  s p e c i f i e d  t o  be normal t o  i t s  apex w i t h i n  6 a r c  seconds .  S ince  t h e  

apex must be l e v e l l e d  f o r  p r i s m  e l eva t ion  ang le s  ( P )  of up t o  40°, t h e  end 

f a c e  must be t r u l y  normal t o  t h e  apex, and not  j u s t  normal t o  i t  i n  one p lane  

includi-ng t h e  apex. 

I n  t h e  r e f e r e n c e  pr ism des ign  due regard  must be g iven  t o  t h e  

wavelength d i f f e r e n c e  between t h e  v i s i b l e  r eg ion  and t h e  Lr2A s p e c t r a l  opera-  

t i n g  r eg ion .  Because of t h e  d i s p e r s i o n  of o p t i c a l  g l a s s e s ,  any l a r g e  amount 

of azimuth wedge, commonly known as pyramid w i i i  c ause  a s i g n i f i c a n t  d i f f e r e n c e  

i n  t h e  v i s u a l  and i n f r a r e d  au tocol l imated  d i r e c t i o n s .  It has  been e s t a b l i s h e d  

31 
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that for a standard optical glass, such as BK7, this difference will be l ess  

than 1 arc second if the pyramid angle is l e s s  than LO arc seconds. 

c. Coatings 

The wide spectral region of interest in the LR2A system, the 2 

octaves from 0 . 5  to 2.3 microns, generally negates the interference effects 

of 1/4 wave anti-reflection coatings. Nevertheless, a slight benefit could 

be derived from the smaller discontinuities i n  index of refraction which 

occur when a coating of intermediate index is utilized. 

Ordinary anti-reflection coatings such as magnesium flouride and 

silicon monoxide would be attacked to some extent by the Cape Canaveral en- 

vironment. Also, anti-reflection coatings offer no protection to refractive 

elements as they do to aluminized reflecting surfaces, I n  view of these 

drawbacks, and the extremely slight benefit derived, all refractive elements 

in the LR2A will remain uncoated, 

All front-surface reflecting surfaces are to be coated with vacuum de- 

posited silicon monoxide for mechanical protection. To avoid significant 

variation in reflectance over the wide spcctral operating range this coating 

must be thinner than normal. A reasonable thickness in this case is 1/10 

wavelength of green light, or approximately .05 micron, 

d. Adjustment and Survey 

The reference prism, after installation must be adjusted and sur- 

veyed to establish the alignment direction of the LR2A. Initially, the 

reference prism is installed and oriented roughly in the  alignment direction. 

The prism elevation angle is adjusted by selection of the appropriate spacer 

to the value (25, 30 or 35') clost>st to the alignment line of sight. 
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The prism apex is levelled by adjustment of the levelling mech- 

anism while referring to the prism end face with a levelled, autocollimating 

theodolite. The theodolite should have a levelling accuracy of 4 arc seconds 

or better, a value typical of second order survey instruments such as the 

Kern DKM-2 and the Wild 5-2. 

The LY2A is aligned with the platform prism under standard con- 

ditions as described elsewhere, after which it is aligned with the reference 

prism. The latter is adjusted in azimuth until the LR2A is autocollimated and 

nulled. The levelling of the reference prism is checked with the theodolite, 

but should not require readjustment. 

The penta mirror is moved away from the reference prism and a 

first order survey theodolite set up to look into the prism at the alignment 

elevation angle. The theodolite must be levelled within 2 arc seconds for 

this measurement, which involves transferring azimuth from a line of sight 

elevated approximately 30 degrees. After levelling and plumbing over a bench- 

mark, the theodolite is autocollimated with the reference prism and the azimuth 

circle reading recorded. It is then positioned to view a distant bench mark, 

preferably far enough away to obviate refocussing the theodolite and the 

azimuth reading recorded. 

The difference between the two readings when added to the pre- 

viously surveyed azimuth of the line between benchmarks, gives the azimuth of 

the LR2A alignment direction. 
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A l l  of the  alignment f a c t o r s  above p e r t a i n  a l s o  t o  the  p l a t fo rm 

prism. During alignment i t  must be l e v e l l e d  and t i l t e d  such t h a t  i t s  /3@ prod- 

u c t  w i th  r e s p e c t  t o  the  al ignment  plane is l e s s  than 1 a r c  second. I f  the  

t i l t  can be a d j u s t e d  t o  correspond wi th in ,  say,  1" of the  alignment p lane ,  

t he  p r i s m  apex l e v e l l i n g  to l e rance  is +1 a r c  minute.  Inc reas ing  the  t i l t  

misalignment correspondingly decreases  the  l e v e l l i n g  t o l e r a n c e .  

SFmilar ly ,  s i n c e  the  platform p r i s m  w i l l  be o r i e n t e d  on the  p l a t -  

form us ing  v i s u a l  ins t ruments ,  t h e  pyramid to l e rance  on t h e  p r i s m  probably 

should  be k15 a r c  seconds o r  l e s s .  

34 
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D .  TV CHARACTERISTICS 

1. General  

The TV v id icon  becomes an i n t e g r a l  p a r t  o f  t he  LR2A o p t i c a l  system, 

and t h e r e  are c o n s t r a i n t s  imposed on t h e  a l lowab le  v id i con  l o c a t i m  by t h e  

camera mechanical  des ign .  I n  add i t ion ,  t he  l i g h t  energy a v a i l a b l e  a t  t h e  v i d i -  

con ca thode  through t h e  LR2A o p t i c s  i s  s u f f i c i e n t l y  low t o  r e q u i r e  u s e  of t h e  

most s e n s i t i v e  p o s s i b l e  v id i con  along w i t h  a s p e c i a l l y  coa ted  dechro ic  beam- 

s p l i t t e r .  

A s  i n d i c a t e d  immediately below, and i n  o t h e r  s e c t i o n s  of t h i s  

r e p o r t ,  s a t i s f a c t o r y  o p t i c a l  and mechanical d e s i g n  i n t e g r a t i o n  of t h e  General 

Electr ic  4TE-9 series camera has  been achieved,  and s u f f i c i e n t  l i z h t  i s  a v a i l -  

a b l e  for good v i s i b i l i t y  i n  day l igh t  and under good a r t i f i c a l  i l l u m i n a t i o n .  

The v id icon  ca thode  l i e s  d i r e c t l y  i n  t h e  f o c a l  p lane  of t he  au to-  

c o l l i m a t o r  o b j e c t i v e .  Thus, i n  the absence of an  in t e rmed ia t e  f o c a l  plane,  t he  

crosswire re t ic le  p a t t e r n  r equ i r ed  f o r  p o i n t i n g  t h e  LR2A must be made a p a r t  

of the ca thode  i f  i t  i s  t o  be sharp ly  i n  focus .  Vidicons wi th  custom r e t i c l e  

p a t t e r n s  engraved d i r e c t l y  on the  photoconduct ive surfaces were obta ined  on 

s p e c i a l  o r d e r  from General  E l e c t r i c  and s u c e s s f u l l y  employed. 
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2. Geone t r  i c a  1 C h a r a c t e r i s t i c s  

The TV vidicon,  whose 525 l i n e  raster s i z e  is 1/2 x 3/8 inch,  is 

l o c a t e d  a t  t h e  focus of t h e  30 inch  focal l e n g t h  a u t o c o l l i n m t o r  o b j e c t i v e  l e n s .  

The viewed f i e l d  s i z e  i s :  

5 x 3.75 f t .  a t  300 f t  

16.7 x 12.5 f t .  a t  1000 f t .  

The 2- inch i n e r t i a l  p la t form p r i s m  c o v e r s  14 l i n e s  a t  1000 f t .  and 

46 l i n e s  a t  300 f t . ,  and would easi ly  be seen on t h e  TV s c r e e n  if i t  were open 

t o  view. 

For p o i n t i n g  purposes  a c rosswise  r e t i c l e  p a t t e r n  must be e n s c r i b e d  

i n  t h e  v i d i c o n  phospher. A l i n e  width of  about  5 mils which subtends 2- inches  

a t  1000 f e e t  and 2/3 inch a t  300 f e e t ,  w i l l  cover  t h e  same number of l i n e s  as 

t h e  p l a t f o r m  p r i s m  a t  t h e  l a r g e r  d i s t a n c e  and w i l l  be c l ea r ly  v i s i b l e .  It 

should permit c e n t e r i n g  t h e  a u t o c o l l i m a t o r  l i n e  of s i g h t  on t h e  m i s s i l e  window 

w i t h i n  +1/2 inch or less .  

The v i s u a l  r e t i c l e  i s  the same size a s  t h e  TV r e t i c l e .  
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3. Vidicon Photometry 

The l i g h t  i n t e n s i t y  on the v id icon  face,  I, i s  g iven  by 

Io I =  - 
4( f /no.  ) ’ 

where 

I E source br ightness  = 1000 lumens from a whi te  s u r f a c e  
f t 2  0 

a t  noon 

f o c a l  l e n g t h  f i n o .  = f - number of o b j e c t i v e  l e n s  = 
average diameter  

= 4.5 30 
6.7 

- -  - 

K E g a i n  reduct ion f a c t o r  as fol lows:  

M e t a l l i c  r e f l e c t i o n s :  4 a t  .85 = 854 = .52 

.85 Air -g la s s  t ransmission:  4 a t  .96 = .96 

IRT-211 p e l l i c l e  r e f l e c t i o n  .85 

.92 

4 

A tmos phe r i c t r ansmi s s i o n  

and 

K =  

1000 x 3.5 = 4 .3  lumens I =  
f t2 4 x ( 4 . 5 )  2 

. 3 5  

lumens 
f t  

is a v a i l a b l e  a t  t he  v i d i -  2 Thus a maximum f a c e p l a t e  i l l umina t ion  of 4.3 

con. The h igh  s e n s i t i v i t y  7226 vidicon o r  i t s  equ iva len t  to  be used i n  the  

General E l e c t r i c  4TE9 s e r i e s  TV camera provides  good p i c t u r e  q u a l i t y  a t  i l l um-  

i n a t i o n  l e v e l s  below 0.1 
f t  

good p i c t u r e  l a t e  i n  the  day o r  unde r  ove rcas t  c o n d i t i o n s .  

lumena . 
2 

Consequently,  t he re  is ample l i g h t  f o r  a 
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During final testing of the LR2A the NASA supplied T.V. cameras 

were seen to provide excellent picture quality under all daylight conditions. 

The cameras were also used at night and were found to provide a usable picture 

of the target prism when illuminated by a flashlight held a few feet from the 

prism. On this basis, the missile window should be clearly visible at night 

i f  under spotlight illumination. 

E. ELECTRONICS 
1. General Description 

The main purpose of the electronics is to provide an automatic 

indication of the rocket's angular deviation. This is accomplished by means 

of sensing the phase and magnitude of  the returning light beam. A distance 

gain control is provided to set the overall gain factor t o  .1 volt/sec. At 

the normal operating distance an input signal level of 1 x 10 volts is ex- - 3  

pected at the preamplifier. In addition to an indication of the angular devia- 

tion a signal is provided to indicate acquisition of the mirror since the 

error signal will be zero at null. It thus becomes necessary to differentiate 

between no signal (platform prism not acquired) and null signal, (platform 

prism acquired). The presence or absence of a t28 VDC signal indicates whether 

the system is acquired OK not. 

Relays are provided for controlling the penta position elevation 

angle and power remotely from the blockhouse. The theodolite functions may 

also be controlled from the console. 

The angular deviation and penta position are indicated on two 

large 7 inch meters. The scaie background will be light grey 'In Color so as 

to prevent blossoming. as might happen with a white background. on the TV moni- 

tor. This color was specifically developed for meters to be used in closed 

circuit television. 38 
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2. Detectors 

The returning alignment error signal is detected by an active PbS 

detector which is arranged in a balanced bridge arrangement with a similar in- 

active PbS unit. A bridge arrangement was chosen to provide temperature compensa- 

tion. Both detectors are from the same manufacturing batch and have approximately 

t h e  same internal resistanre 200KG. The second detector is masked s d  it does not 

respond to any light radiation. 

Another PbS detector is used for an acquisition indication at null. 

Since acquisition at null is a gross signal intended for acquisition indication, 

no attempt was made to provide temperature compensation. The load for the ac- 

quisition detector then becomes simply a resistor as no temperature compensa- 

tion is necessary. 

3 .  Preamplifier Assembly 

Two preamplifiers are provided. Preamplifier A1 (Figure 3 )  is a 

Taber amplifier Model #198-3 .  This unit incorporates a silicon field effect 

transistor on the front end with an input impedance of nominally 10 megohms 

and an equivalent broadband input noise of 25pv. A high input impedance is 

desirable from the standpoint of obtaining maximum signal responsivity from 

the detectors. The preamplifier has a gain of 3 3 .  With the expected input 

signal of 1 x voltshec at 1000 ft the output level A1 will be .033  volt/ 

8ec. The Taber amplifier was chosen as it will perform satisfactorily with the 

expected signal levels and is more than sufficient for the intended purpose. 

Preamplifier A2 is a Perkin-Elmer designed amplifier f o r  acquiui- 

tion indication when the system i s  nulled. 
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Synchronous denodula t ion  is necessa ry  f o r  incoming s i g n a l s .  The 

meam f o r  synchronous demodulation is provided by a photo t r a n s i s t o r  2N986 

which r e c e i v e s ' t h e  l i g h t  r e f l e c t e d  from t h e  mi r ro red  f a c e  of  t h e  chopper blade.  

The photo t r a n s i s t o r  provides  a 28 v o l t  peak t o  peak squa re  wave used as t h e  

r e f e r e n c e  phase f o r  t h e  synchronous demodulators.  

Cont ro l  of t he  phasing of t h e  photo t r a n s i s t o r  I s  accomplished by 

mechanical p o s i t i o n i n g  of t h e  photo t r a n s i s t o r .  

4 ,  Console 

a, Erro r  Channel 

The incoming s i g n a l  .033 v o l t / s e c  from p r e a m p l i f i e r  A 1  i s  f e d  through 

a 5 . 5 i l v o l t a g e  d i v i d i n g  network which i n c l u d e s  t h e  range c o n t r o l ,  po ten t iome te r  

R 2 .  A t  the t o p  of t h e  range c o n t r o l  t h e  s i g n a l  l e v e l  w i l l  be .0033 v o l t / s e c .  

The o u t p u t  of t h e  range c o n t r o l  i s  fed t o  a series v a r i a b l e  r e s i s t o r  R 3  which 

varies t h e  g a i n  of a m p l i f i e r  A 3  from 100 t o  10,  A 3  is normally set  a t  a g a i n  

of  30. The ou tpu t  of A 3  .1 v o l t / s e c  is fed to  a synchronous demodulator which 

c o n v e r t s  t h e  266 cps  s i g n a l  t o  a p ropor t iona l  d.c. l e v e l  whose p o l a r i t y  is de- 

termined by t h e  phase of t h e  inpu t  s i g n a l :  + d.c.  f o r  O o ,  -d.c. f o r  180". This  

d .c l e v e l  i s  fed through a d.c. ampl i f i e r  w i th  a g a i n  of 1.30 which c o n s i s t s  

of  a d i f f e r e n t i a l  a m p l i f i e r  composed of two balanced t r a n s i s t o r s  and an e m i t t e r  

fo l lower .  The output  s i g n a l  from the e m i t t e r  fo l lower  i s  f ed  back t o  t h e  base  

of Qlb. The feedback se rves  two purposes:  
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( a )  It serves t o  compensate f o r  t h e  base -emi t t e r  

v o l t a g e  drop  v a r i a t i o n  wi th  t e r ipe ra tu re  of 

t h e  emitter follower,  and 

(b) The ou tpu t  impedance i s  lowered beyond what 

would normally be o b t a i n a b l e  from an emitter 

fo l lower .  The output  impedance i s  nominal ly  

20 o h .  

The output  of t h e  d.c .  a m p l i f i e r  i s  then  r e t u r n e d  t o  tlie block- 

house and is a l s o  sensed a t  t h e  chass i s  by a 50-0-50 pa meter connected as a 

vo l tme te r  - rhe meter i n d i c a t i n g  the angular  d e v i a t i o n .  It would have been 

p o s s i b l e  t o  provide  a d.c .  a m p l i f i e r  w i t h  a l a r g e r  ga in ,  but  s i n c e  there is 

s u f f i c i e n t  a.c. g a i n  p re sen t ,  a complex d .c ,  a m p l i f i e r ,  chopper s t a b i l i z e d  o r  

t h e  equ iva len t ,  w a s  no t  necessary .  

The output  of a m p l i f i e r  A 3  is  s imul taneous ly  f ed  t o  a f u l l  wave 

r e c t i f i e r  T1. This d o c .  outpii t  i s  used t o  provide  t h e  s i g n a l  t o  actuate the  

a c q u i s i t i o n  re lay c i r c u i t .  The error s i g n a l  i s  used t o  provide  t h e  a c q u i s i t i o n  

s i g n a l  so as t o  i n d i c a t e  a c q u i s i t i o n  o f f  n u l l  on ly  when an e r r o r  s i g n a l  is 

present. 

b. Acqu i s i t i on  Channel 

Output from p reampl i f i e r  A2 i s  fed  t o  a po ten t iome te r  R 3  g a i n  con- 

t r o l .  Ampl i f ie r  A 4 ' s  output  i s  fed t o  a second synchronous demodulator which 

a g a i n  provides  a p r o p o r t i o n a l  d.c.  s i g n a l  whose p o l a r i t y  depends on t h e  phase 

of  t h e  r e tu rn i i i g  l i g h t  beam. To r e s t r i c t  t h e  range of the a c q u i s i t i o n  cliannel 

I 
I 
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to a narrow field of view in the vicinity of null, a shunting diode is used to 

pass only one phase. By suitably offsetting the PbS detector the range of null 

acquisition is reduced. 

The output of the null acquisition channel and the error acquisition 

are fed simultaneously to an acquisition gain control R5. The level of acquisi- 

tion is controlled by R5 which feeds the base of transistor 4 3 .  Transistor 43 

is normally biased on by the slight amount of leakage current at the base. Q 3  

is conducting lightly so that the potential at its collector is approximately 

7 . 9  volts. This level is determined by resistor R33 and resistor R12. An in- 

crease in input signal from either acquisition channel will cause 43 to conduct 

more heavily. At this time, transistor 43 goes into a low voltage condition. 

9 4 ,  a silicon controlled switch had been held in an o f f  condition due to the 

positive 7 . 9  volts on its cathode. When 43 drops to a low voltage condition, 

the voltage on the gate of 44 provided by the restive divider is sufficient to 

trigger on 4 4 .  A reduction in the input level to Q 3  reverses the process and 

triggers off 44. 

The above circuit was chosen so as to provide a sensitive, repeat- 

able triggering point for acquisition. 
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5 .  Contro l  Funct ions 

a .  Penta Actua tor  

The penta  a c t u a t o r  may be d r iven  i n  e i t h e r  d i r e c t i o n  by means of 

two r e l a y s  from the console  by a momentary s i n g l e  pole  c e n t e r  o f f  t o g g l e  swi tch  

o r  from the  blockhouse by two incoming lines providiria a p p r c p r i a t e  signals t o  

the  r e l a y  c o i l s .  The penta  p o s i t i o n  i s  i n d i c a t e d  by a meter on the  conso le .  

The meter i n d i c a t i o n  is ob ta ined  from a 10 t u r n  10Kn po ten t iome te r  dr iven  by 

the  l e a d  screw. Two r e l a y s  are used i n s t e a d  of a s i n g l e  p o l a r i z e d  dua l  c o i l  

r e l a y  as they are more rugged and t h e i r  c o n t a c t s  have a l a r g e r  c u r r e n t  c a r r y -  

ing  c a p a c i t y  . 

b.  E leva t ion  Actua tor  

The e l e v a t i o n  a c t u a t o r  may be c o n t r o l l e d  i n  a s imilar  f a sh ion  t o  

the  p e n t a  a c t u a t o r  except  for dynamic b rak ing .  The e l e v a t i o n  ang le  may be 

d i s c e r n e d  from the t e l e v i s i o n  monitor.  

c .  Power 

The t h e o d o l i t e  power is  c o n t r o l l a b l e  by a push bu t ton  on the  con- 

s o l e  or by two incoming l i n e s  from the  blockhouse.  The n e c e s s i t y  f o r  two i n -  

cooling l i n e s  is d i c t a t e d  by the f a c t  t h a t  i f  a one l i n e  fs used, i t  i s  impossi-  

b l e  t o  t u r n  o f f  the  t h e o d o l i t e  from the  blockhouse once i t  has been turned on 

a t  the  console .  

4 3  
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F. HUT DESIGN 

The h u t  i n  which t h e  LR2A i s  t o  be i n s t a l l e d  s h a l l  a f f o r d  the'  

ins t rument  complete p r o t e c t i o n  from the adverse  Cape Canaveral  environment.  

P r o v i s i o n s  a r e  t o  be made f o r  reasonably c o n s t a n t  temperature ,  l o w  humidi ty ,  

fiCcdom f rom dclst, and shieldin}: of t he  ins t rument  f r o m  d i r e c t  s u n l i g h t .  Along 

w i t h  t h e  b a s i c  h u t  c h a r a c t e r i s t i c s  implied by t h e s e  f u n c t i o n s ,  t h e r e  a r e  o t h e r  

des ign  c o n s i d e r a t i o n s  necessary t o  s a t i s f y  t h e  i n s t a l l a t i o n ,  a l ignment  and 

o p e r a t i n g  requi rements  of  t h e  L U A .  The fo l lowing  i t e m s  of the  sugges ted  form 

are t o  be s u p p l i e d  by NASA except  w h e r e  s p e c i f i c a l l y  i n d i c a t e d  t h a t  they w i l l  

be s u p p l i e d  by PECO: 

(1)  A t r u l y  s t a b l e  pier  i s  r e q u i r e d  f o r  t h e  LR2A and i t s  

r e f e r e n c e  prism, s i n c e  any s h i f t  i n  t he  p i e r  w i l l  be 

evidenced o n l y  by resurveying  of  t h e  r e f e r e n c e  prism. 

A poured concrete  p i e r ,  p r e f e r a b l y  anchored t o  bedrock, 

should provide t h e  r e q u i r e d  s t a b i l i t y .  A pier  h e i g h t  of 

approximately 39 i n c h e s  above f l o o r  l c v e l  p r o v i d e s  f o r  a 

s i x  f o o t  h e i g h t  t o  t h e  eyepiece  f o r  v i s u a l  obse rva t ion  

of t h e  m i s s i l e  through t h e  instrument  a long  w i t h  a 

reasonable  (about 4 f o o t )  h e i g h t  f o r  t h e  f i r s t  o r d e r  

t h e o d o l i t e  used t o  survey t h e  r e f e r e n c e  prism. A guard 

r a i l  anchored t o  t h e  h u t  f l o o r  will be provided t o  s t r a d l e  

t h e  instrumcnt  so as  t o  prec lude  t h e  p o s s i b i l i t y  of opera-  

t o r  damage t o  the LiistrumCnt &.en looking  through t h e  

eyepiece.  A one f o o t  hiyh s t e p  w i l l  f a c i l i t a t e  viewing 
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through t h e  eyepiece.  This r a i l  w i l l  a l so  serve t o  pro-  

vide a framework for  an ins t rument  c o v e r  which w i l l  be 

d i s c u s s e d  below. 

A window must be i n s t a l l e d  i n  t h e  hu t  t o  a f f o r d  an un- 

o b s t r u c t e d  l i n e  of s i g h t  t o  t h e  missi le  p l a t f o r m  prism.  

T i i i s  window s h a l l  be 12  inches  wide by 36 inches  long s o  

as t o  allow f o r  a 10' change in e l e v a t i o n  a n g l e  and acco- 

d a t e  t h e  r e s p e c t i v e  a p e r t u r e  and p e n t a  t r a v e l  of t h e  

LR2A. This  l a r g e  s i z e  window comple te ly  e l i m i n a t e s  t h e  

need t o  move the  window d u r i n g  f u e l i n g  t o  compensate f o r  

shr inkage  of t h e  m i s s i l e .  

The window may be mounted i n  a moveable frame which w i l l  

a c c m d a t e  an e l e v a t i o n  range of 20" t o  40.. The mount- 

i n g  should prevent leakage of i n t e r n a l  c o n d i t i o n e d  a i r .  

F igures  10 (Drawing Number 563-0012) shows t h e  

l o c a t i o n  and suggested mounting arrangement f o r  

t h i s  window, The o r i e n t a t i o n  of t h e  window i s  approxi-  

mate ly  18" to  t h e  v e r t i c a l  so as to  e l imina te  d i r e c t  re- 

f l e c t i o n s  back f n t o  t h e  LR2A. 

The window must have c o n s t a n t ,  and p r e f e r a b l y  z e r o  a z i m u t h  

d e v i a t i o n  wi th in  21  arc second a long  the e n t i r e  range of 

penta  scan.  Perkin-Eimer w i i i  s u p p i y  uiiiiounted windows 

36 inches  by 1 2  inches  by 1 /4  inch t h i c k  which a r e  c u t  

from s e l e c t e d  Libby-Owens-Ford twin p o l i s h e d  p l a t e  g l a s s .  

45 
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These windows were found to exhibit a maximum in 

azimuth deviation of 5 1  arc second with a maximum 

change in azimuth deviation of ?1 arc sec, across 

their entire clear aperture. 

( 3 )  The hut should permit direct ingress. without twisting 

or turning of the 100 inch wide LRZA.  This is easily 

accomplished by leaving one wall of the hut open until 

the instrument is placed on the concrete pier. An 

arrangement of this type would permit the use of a 

fork lift truck and eliminate the need for any large 

swinging doors. Consideration should a l s o  be given 

to providing a means of removing the L R 2 A  should it 

be necessary. The previously mentioned wall could be 

made removable for this reason. 

( 4 )  Adequate working space on a l l  sides of the LR2A pier is 

a requirement fo r  effective operation and maintenance of 

the instrument. It is also necessary to allow for space 

off the reference prism end of the pier for a man and a 

theodolite necessary to level the reference prism. The 

required space and orientation of the instrument with 

respect to the hut is shown in Figure 10. 

( 5 )  There must be a benchmark and space in front of the reftr- 

ence prism for  a man and the first order theodolite needed 

to survey the prism azimuth. The theodolite will normally 

be looking up at a 30" elevation angle. The surveying 

4 6  
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o p e r a t i o n  n e c e s s i t a t e s  a benchmark i n  t h e  h u t  where t h e  

survey t h e o d o l i t e  w i l l  be  p l a c e d  and a l s o  an open ing  t o  

p e r m i t  t h e  survey i n s t r u m e n t  t o  view an e x t e r n a l  benchmark. 

S ince  a door i s  r e q u i r e d  f o r  an o p e r a t o r  t o  have a c c e s s  t o  

t h e  h u t ,  a convenicnt  p l a c e  t o  l o c a t e  a sma l l  hinged opening 

f o r  survey t h e o d o l i t e  v i ewing  would be  i n  t h i s  sma l l  door .  

F i d u r e  10 i l l u s t r a t e s  t h e  recommrndcd l o c a t i o n  of t h e  door  

and opening.  

( 6 )  E l e c t r i c a l  connec t ions  t o  t h e  LR2A w i l l  be most c o n v e n i e n t  

i f  b rough t  i n  throu;h c o n d u i t  i n  t h e  f l o o r  t o  a d i s t r f b u -  

t i o n  box mounted on t h e  s i d e  of t h e  c o n c r e t e  p i e r  between - -  
t h e  gua rd  r a i l h ,  and a l s o  minimizes  any s t r a i n  which might 

be t r a n s f e r r e d  by e l e c t r i c a l  c a b l e s  t o  t he  i n s t r u m e n t .  

A l l  c a b l e s  t o  tlie i n s t r u m e n t  w i l l  be  clamped t o  the s t e e l  

bed t o  e l i m i n a t e  s t r a i n  v a r i a t i o n s  d u r i n g  e l e v a t i o n  r o t a -  

t i o n s .  

( 7 )  The h u t  i n t e r i o r  .shall be epox ied  t o  minimize d u s t  g e n e r a -  

t i o n  and r e t e n t i o n .  

(8) During p e r i o d s  of n o n - o p e r a t i o n  a cove r  f o r  t h e e n t i r e  LR2A 

shou ld  be used.  S ince  t h e  p e n t a  p r i sm h a s  i t s  own m e t a l l i c  

cove r ,  and t h e  p r e v i o u s l y  d e s c r i b e d  r a i l  forms a frame o v e r  

t h e  a u t o c o l l i m a t o r ,  a f l e x i b l e  c l o t h  type  of cove r  seems 

a p p r o p r i a t e .  Prrkin-Elmer w i l l  supp ly  such a cover  t h a t  may 

e a s i l y  be draped o v e r  t h e  e n t i r e  i n s t r u m e n t .  A s o u r c e  o f  
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h e a t  u n d e r  t h e  cover ,  such  a s  a L i g h t  b u l b ,  i s  a l s o  s u g g e s t e d  

so a s  t o  i n s u r e  an a b s o l u t e l y  d r y  env i ronmen t  f o r  t h e  i n s t r u -  

ment .  The c o v e r  m a t e r i a l  w i l l  b e  v i n y l  o r  n e o p r e n e  c o a t e d  

n y l o n  which combines the. p r o p e r t i e s  o f  a poor  a d h e s i o n  

s u r f a c e  f o r  d i r t  p a r t i c l e s  and  i n s e n s i t i v i t y  t o  f u n g u s  

g r o w t h s  . 

( 9 )  The i n c i d e n c e  of  s u n l i g h t  d i r e c t l y  o n  t h e  window may h a v e  

a d v e r s e  e f f e c t s  on t h e  o p e r a t i o n  o f  t h e  L R 2 A ,  To p r e c l u d e  

t h i s  p o s s i b i l i t y  a loni :  w i t h  p r e c i p i t a t i o n  on  t h e  h u t  window, 

a s h a d e  must  b e  p r o v i d e d .  Thc a p p r o x i m a t e  s i z e  and moun t ing  

a r r a n g e m e n t s  o f  t h i s  s h a d e  a r e  shown i n  F i g u r e  10. The s h a d e  

may b e  d e s i g n e d  so t h a t  i t  a l s o  p e r f o r m s  t h e  d u a l  f u n c t i o n  o f  

p r o t e c t i n g  t h e  window d u r i n g  n o n - o p e r a t i o n  and  a d v e r s e  w e a t h e r .  

I n  o r d e r  t o  accompl i sh  t h i s  t h e  s h a d e  i s  h i n g e d  so t h a t  i t  

e a s i l y  f o l d s  f l a t  a g a i n s t  t h c  e x t e r i o r  o f  t h e  h u t  and  i s  l o c k e d  

i n  p l a c e  by s e v e r a l  wing  n u t s  t i e d  d i r e c t l y  t o  t h e  h u t  i t s e l f .  

(10) Thc h u t  must  a l s o  be o r i e n t e d  so a s  t o  a v o i d  h a v i n g  t h e  

LR2A see s u n l i g h t  d i r e c t l y  r e f l e c t e d  f rom t h e  mi s s i l e  s k i n .  

T h i s  c o n d i t i o n  i s  b e s t  m e t  i f  t h e  i n s t r u m e n t  v i e w i n g  d i r e c t i o n  

i s  due Sou th ,  and NASA h a s  a g r e e d  t o  p r o v i d e  t h i s  o r i e n t a t i o n .  

G. L R 2 A  INSTALLATION 

The i n s t a l l a t i o n  o f  t h e  LR2A i n t o  i t s  h u t  s h o u l d  b e  a c c o m p l i s h e d  

q u i t e  r e a d i l y  i f  t h e  p r e v i o u s l y  d i s c u s s e d  hit d e s i g n  o b j e c t i v e s  are c l o s e l y  

f o l l o w e d .  The a c t u a l  i n s t a l l a t i o n  w i l l  be a two s t e p  o p e r a t i o n .  

48 



I 
I 
I 
I 
I 
I 
I 
I 
I 
I 
I 
i 
I 
I 
I 
I 
I 
I 
I 

The Perkin-Elmer C o r p o r a t i o n  
Electro-optical D i v i s i o n  

Report No. 7030B 

F i g u r e  11 (Drawing NrLrmber 563-0015) shows t h e  s t a i n l e s s  s teel  

The f i r s t  bases  r e q u i r e d  for t h e  t h e o d o l i t e  and smaller r e f e r e n c e  pr ism.  

s tep  of t h e  i n s t a l l a t i o n  i n v o l v e s  the mountiiig of the t w o  b a s e p l a t e s  to t h e  

c o n c r e t e  p i e r  and t h e  placement of t h e  g r o u t .  A l l  anchor  b o l t s  ( s u p p l i e d  by 

NASA) are located i n  t h e  c o n c r e t e  p i e r  p r i o r  t o  placement  of t h e  b a s e p l a t e s .  

This is e a s i l y  accnmplished w i t h  the  a i d  nf a w e d e n  ternplate w h i c h  will be 

s u p p l i e d  by Perkin-Elmer.  The template  is shown i n  F i g u r e  12  (Drawlng Kum- 

b e r  563-1194). 

are i n s t a l l e d  and g r o u t e d  i n .  

are removed a f t e r  t h e  g r o u t  has  s e t ,  

A f t e r  t h e  c o n c r e t e  and anchor  b o l t s  have set ,  t h e  b a s e p l a t e s  

The l e v e l i n g  screws used d u r i n g  t h i s  o p e r a t i o n  

The second s t e p  of  t h e  I n s t a l l a t i o n  o p e r a t i o n  i n v o l v e s  t h e  a c t u a l  

placement  of t h e  LR2A and t h e  r e f e r e n c e  pr ism.  

se t  w i l l  be  completely a l i g n e d  a t  Perkin-Elmer p r i o r  t o  shipment t o  NASA. 

S i n c e  i t  is ext remely  dangerous t o  s h i p  t h e  LR2A i n  t h i s  c o n d i t i o n ,  i t  s h a l l  

b e  d isassembled  i n t o  major sub-assemblies  p r i o r  t o  shipment and re-assembled 

by Perkin-Elmer p e r s o n n e l  at t h e  d e s t i n a t i o n .  

The a u t o c o l l i m a t o r  and p e n t a  

A f o r k  l i f t  t r u c k  w i l l  l i f t  t h e  i n s t r u m e n t  arid p l a c e  i t  on the base-  

p l a t e s .  The rear wal l  of t h e  h u t  w i l l  be l e f t  o f f  f o r  tt!is purpose.  The 

t r u n n i o n s  and r e f e r e n c e  p r i s m  mount w i l l  t h e n  be b o l t e d  t o  t h e  b a s e p l a t e s  and 

t h e  a u t o c o l l i m a t o r  a l i g n e d  i n  azimuth t o  t h e  r e f e r e n c e  p r i s m  through t h e  t r u n n i o n  

az imuth  ad jus tment  mechanism. The r e a r  wa l l  of t h e  hut  i s  t h e n  p u t  i n  p l a c e  

and t h e  i n s t a l l a t i o n  of t h e  LS2A i s  complete .  
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A .  INTRODUCTION 

In order to verify fulfillment of the LR2A performance requirements, 

Factory Acceptance tests will be performed at Perkin-Elmer. 

All long range testing will be conducted outdoors to simulate as 

nearly as possible actual operating conditions. The horizontal line of sight, 

approximately six feet from the ground, will render all test results conserva- 

tive due to the increased effects of atmospheric shimmer which appear as noise 

in the LR2A system. Since the LR2A will always operate at an elevation angle 

of approximately 3 O U ,  

prism alignment. 

shimmer will be greatly reduced during the actual platform 

B. TEST SEQUENCE 

Four basic tests will be performed to prove satisfactory system 

performance. 

1. Pointing Accuracy 

This test will be conducted out of doors and will be designed t o  

prove-that a null is maintained when the line of sight is transferred from the 

reference prism to a parallel simulated missile prism located 500 feet from the 

LR2A. The null will be shown to repeat to within t 2  seconds. The laboratory 

test equipment used in conjunction with this test may introduce up to t 3  seconds 
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of uncertainty which is not associated with LR2A operation. 

demonstrate +2 seconds of system repeatability a lt5 seconds maximum observable 

error will be permissible, 

Therefore, to 

The test 

(1) 

(3) 

( 4 )  

( 5 )  

procedure includes the following steps: 

Level end face of reference prism, using Kern 

DKM2 theodolite, to within 21 minute, 

Level end face o f  simulated missile prism in 

similar manner. 

Move LR2A penta set to view reference prism. 

Adjust reference prism so that the LR2A will 

read null. 

Move penta set to view simulated missile prism 

which will be located at an operating distance 

of 500 feet. This prism will also be located 

so that a translation of approximately 6 inches 

is necessary to bring it into the field of view 

of the LR2A. 

Adjust simulated missile prism so  that the LRZA 

will read null, 

Autocollimate Kern DKM2 theodolite to reference 

prism, 

Autocollimate Hilger-Watts TA-1 to flat mirror 

mounted on side of DKM2 theodolite. 
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( 9 )  Move DKM2 theodolite approximately 6 inches and 

autocoliimate it to simulated missile prism. 

(10) Hilger-Watts TA-1 autocollimator should be auto- 

collimated to flat mirror to within lr5 seconds, 

2 .  - Gain Calibration and Linearity 

This test will also be conducted out of doors and will show that 

the calibrated gain adjustment LR2A will produce a constant gain for different 

operating distances between zero and 500 feet. Using the calibrated wedge pro- 

vided with the instrument a linearity check will also be made between the limits 

of approximately +15 seconds. 

(1) Null reference prism to L R 2 A ,  

( 2 )  Insert calibration wedge in front of reference 

prism and read angles marked on wedge (approx- 

imately 215 seconds). 

( 3 )  Move simulated missile prism to 200 foot distance 

and set gain adjustment for 200 feet. Null micro- 

positioner to L R 2 A .  

( 4 )  Insert calibration wedge and read error on 

Keithley DC meter, Reading should repeat to 

part 2 within 1209.. 

(5) Move simulated missile prism to 400 feet and 

set gain adjustment to correspond. Repeat 

part 4 .  Indicated error again is to be within 

~ 2 0 %  of part 2 ,  
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( 6 )  Null instrument to prism at 500 feet. Take 

readings either side of null out of range of 

calibration wedge. Plot values obtained. All 

points should fall within C2OX absolute value 

' lines. 

3. Large Amplitude Sway Capability 

Auxiliary equipment used to perform this test include both micro- 

positioner and Hilger-Watts autocollimator. This test equipment, used in an 

appropriate manner, may introduce uncertainty as large as 22 seconds during 

this test run. Therefore, to demonstrate tl second of system performance, a 

?3 second maximum observable error will be permissible. This test is intended 

to prove that the LR2A will maintain i t s  null signal while transferring its line 

of sight to various positions within the 24-inch translational dynamic sway 

range,, Since large operating distances are not necessary to prove this capabil- 

ity, the test will be performed indoors. A system error of less than +1 second 

shall be shown to be present due to penta translations within the 24-inch range. 

( I )  Locate simulated missile prism near the left 

limit of penta travel. 

( 2 )  Adjust LR2A to read null, 

( 3 )  Autocollimate Hilger Watts to flat mirror 

mounted on the side of the reference prism. 

( 4 )  Move simulated missile prism 12 inches to 

right and move penta an equal amount. Re-null 

LR2A by adjusting simulated missile prism, 
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( 5 )  H i l g e r  Watts should be a u t o c o l l i m a t e d  t o  

m i r r o r  mounted on s i d e  of m i s s i l e  p r i sm.  

( 6 )  Move m i s s i l e  prism 12 more i n c h e s  t o  r i g h t  

and r e p e a t  s t e p s  4 and 5 .  Maximum o b s e r v a b l e  

e r r o r  should be +3 seconds.  

C ,  TEST RESULTS 

The fo l lowing  d a t a  was taken d u r i n g  f a c t o r y  a c c e p t a n c e  t e s t i n g  of 

two LR2A i n s t r u m e n t s  which were d e l i v e r e d  t o  NASA. The r e s u l t s  c l e a r l y  i n d i c a t e  

t h a t  t h e  i n s t r u m e n t s  met o r  exceeded a l l  s p e c i f i c a t i o n s .  
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TIME CONSTANT 240 irooct; 4 s 

Stma la  tad LRZA Meter be via t i on 
Mfnsile P r i m  (aec o d r  ) 
Sec, b v i 8 t i o n  L 

4Y 

0 
2 
4 
6 
0 
10 
12 
14 
16 
18 
20 

+ g: 0.0. 
2 
4 
6 
0 
10 
11 
13 
13-112 
13-112 

+14 

- 4  
4-112 
6 
6 
10 
11-1/2 
13 
13-112 
14 - 24 

W. Kokot 

2 - 8 see. 
3 - 11 
5 - 12 

10 - 16 
12 - 14 
a - 14 

14-112 
14-112 

2 
4 r *  

6 
8 
10 
la 
14 
16; 
18 
20 

* 

O - 4-112 , 
2-1/2 - 6-1/2 
2-1/2 -10 
3-11 
7-13 
10-13-1/2 
10-1/2 * 16-112 
12-111 - &4-1/2 
13-112 - t4-&/2rI - ibl/Z 

Test Conducted by: PECO 
PECO 

NASA 

w. .hkawsky 

H. Milde 
J. Johnston 

1 

Test Wltneseed by: 
Brown Engf neer lng 
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8 
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TEST NO. 2 

400 lKsr OF 

TIME CONSTANT 240 '1IIME2 

LR2A Meter :, 
(sec onde ) 

+ 2  
4 
6 
a 

10 
12 
13 
14 
14-112 

I- 15 

- 2  
4-112 
6.112 
8-1 12 

10 
12 
13-112 
14-1 12 
15 - 15 

Tkeiotim 

-112 - 3-1/2 
1 - 6-112 
1-112 - 9 

s-112 - 11 
7-1/2 - 12-112 
9 - 14 

10-1/2 - 14-112 
10-112 - IS 
13-112 - 15 
14-112 - 15 

0 - 5  
3 - 7  

6 - 12 
8 - 13 
10 - 14 
12-1/2 - 14-112 
14-15 

-15 
-15 

4-112 - 9-112 

Test Conducted by: W. Kokot 
W. Zukwrk 

T e s t  Wttnerstd by: H. Milde 
J. Johnston Brown Engineering 
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TIME CONSTANT 1440 

. . JLmtiIated LWA Mrter , Devfa t ion 
HLreile P r l r m  (seconds) *: 
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ra 

CW 2 8u. 
4 
6 

10 
12 
14 
16 
18 

m 20 

a 

ccv 2 
4 
6 
8 

10 
12 

. *  14 
16 
18 
20 

+2 I O C .  

4 
6-1/2 
8-112 

10 
11-112 
13 
14 
14-314 

+ 14-314 

- 2  
4-112 

L 6-1/2 
0 

10 
11 -112 
12-l/2 
13-112 
14 - 14 

0-3-1/2 
30.5 -1 /2 
4-8 
7-10 
9-1/2 - 10-1/2 

10-1/2 - 12 
12 - 14 
13-1/2 - 14-1/2 
to- 

1/2 - 3-1/2 
3-1f2 - S-l/Z 
Se l f2  - 7-1/2 
6-1/2 - 9 

9 . -  11-1/2 
'.fiC)p;A2-1/2 . 
l l- ' l /b * 13-1/2 . 
13-14 
13-1/2 - 
14 

Teat  Conducted byt  W .  Kokot PECO 

Teat  Witneared by: R. Milde NASA 

U. Zukowak PECO 

J .  Johnston Brovn Engineering 
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w. 
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LBZA 
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0 

0 

0 

21.4 

20.5 

20.5 

?lax. Deviation = .9 second 

W. Kokot PECO 

J. Johnston Brown Eng. 
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During development and testing of the LRZA instruments certain 

modifications were found to be desirable. These modifications will be incorp- 

orated into the design of any additional LR2A instruments built in the future. 

A .  OPTO-MECHANICAL CONSIDERATIONS 

(1) The included angle between the sides of the sensing 

prism should be changed to 90" from the present 7 2 " .  

This will greatly reduce spillover light on to the 

error channel detectors and eliminate the need for 

a re-imaging system behind the nose of the sensing 

prism. 

( 2 )  Provide mechanical masking for the sensing prism so 

as to assure equal image heights for both phases of 

light incident on the prism. The amount of scattered 

light in the source detector area will a l s o  be greatly 

reduced. 

(3) Provide a four point support for positioning of 

source condenser mirror. This will eliminate azi- 

muth to elevation cross-coupling inherent in 

adjustment of the 3 point support now in u s e .  
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( 4 )  Provide a means of adjustment fo r  positioning 

the acquisition detector during final autocolli- 

mator alignment. 

( 5 )  Mount the chopper motor to the base plate in the 

source-detector housing instead of to a bridge plate 

located above the optical elements. This will allow 

for easy access to the source detector elements dur- 

ing final alignment. The present scheme requires 

removal of chopper motor and blades in order to 

accomplish practically all adjustments. 

( 6 )  Use Ni Resist-5 (Minivar) more extensively in the 

source detector area to preclude the possibility 

of movement of optical elements during very large 

temperature changes. 

( 7 )  Provide better means of adjustment for positioning 

the phase sensing photo-transistor. 

(8) Revise optical design to incorporate the use of a 

parabolic primary mirror and plane parallel front 

window to replace the spherical primary mirror and 

aspherized Maksuton corrector shell. As a result of 

our experience with the manufacture of the aspheric 

Maksuton shell, a parabolic primary appears to be 

a simpler, less costly solution for an autocolli- 

mator of this type with no degradation of image quality. 
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(9) Improve d e s i g n  of  pen ta  l i n e a r  a c t u a t o r  d r i v e  

mechanism t o  provide s lower ,  smoother,  and q u i e t e r  

a c t i o n .  A l so  p rov ide  f o r  more p o s i t i v e  l i m i t  s t o p s .  

(10) I n c r e a s e  f l e x a b i l i t y  of c a b l e s  l e a d i n g  f r o m  prc- 

a m p l i f i e r  housing t o  j u n c t i o n  box. 

B. ELECTRONIC CONSIDERATIONS 

(1)  Replace t h e  p r e s e n t  Lamp power t r a n s f o r m e r  w i t h  

a m u l t i - t a p  t r a n s f o r m e r .  This w i l l  p r o v i d e  a b e t t e r  

means of c o n t r o l l i n g  l amp  i n t e n s i t y  and /o r  l i f e .  

(2) Reduce c o l l e c t o r  c u r r e n t  i n  t h e  d . c .  d i f f e r e n t i a l  

o u t p u t  a m p l i f i e r .  This w i l l  r e s u l t  i n  improved 

s t a b i l i t y  when t r a n s i s t o r  r ep lacemen t  i s  n e c e s s a r y .  

(3) Redesign p r e a m p l i f i e r  package t o  improve s e r v i c i n g  

and a c c e s s a b i  l i t y  . 

(4) Replace r i n g  demodulators  w i t h  t r a n s i s t o r  demodu- 

l a t o r s .  T h i s  w i l l  r e s u l t  i n  fewer components, 

b e t t e r  r e l i a b i l i t y  and space  r e d u c t i o n .  
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( 5 )  Improve the isolation between the acquisition 

and error channels by including a blocking 

tunne 1 rectifier . 

C .  ALIGNMENT OF A SECOND PRISM 

Changes in the Saturn guidance system and laying procedure require 

added alignment capability and more fully automatic operations of the LR2A. The 

necessary modifications are under development on one instrument t o  be known as 

the LR2AfGS. 

One modification provides a means of determining parallel azimuth 

orientation of the stabilized guidance system platform with respect to an added 

prism on the azimuth gimbal. Since it is necessary to view both prisms with the 

same theodolite the optical signals must be separated and distributed to their 

respective detectors to avoid cross coupllng. Perkin-Elmer has chosen to use 

spectral separation to discriminate between the two returned optical signals. 

The output signal characteristics of the second channel will dupli- 

cate those from the first described above. 

I 
1 
1 
I 

D. AUTOMIC SWAY TRACKING 

The other modification will include provisions to automatically 

maintain the long range theodolite line of sight centered on the guidance s y s -  

tem prisms as the space booster sways. A sway sensor together with a servo loop 

will continuously monitor the target prism and reposition the movable penta mirror 

assembly. 
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The method of sway sensing employed is based on advanced techniques 

proprietory t o  Perkin-Elmer. 

desired performance i n  a simple and direct  manner. 

These techniques a r e  capable of providing the 

The method makes use of 

information in the present o p t i c a l  s ignals  and requires  no addi t iona l  compon- 

en ts  on the space booster. The portion of t h e  L F U  pupll through which the 

l i gh t  reflected from the platform prism returns  is sensed and appropriate 

e lec t ronic  ac t ion  i n  conjunction w i t h  tlie servo loop reposi t ions t h e  penta 

mirror assembly t o  the center  of the platform p r i m ' s  l i n e  of s i g h t .  
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SECTION VI 

SUMMARY 

yJp3&?&: p? 6 
4 

The Saturn LRZA theodolite constitutes an excellent solution to 

the azimuth laying problem of large space boosters. Operating at distances 

up to 1000 feet, it provides extreme angle sensing accuracy in the presence * 

of up to t12 inches of dynamic and static booster sway, and any amount of sag 

during fueling. In its present configuration it permits fully remote operation 

by operator reference to two TV camera displays. 

ly under development incorporates alignment capability for a second prism and, 

by the addition of automatic sway tracking, operates essentially unattended. 

In either case the LR2A instrumentation is quite simple and basic, consisting 

primarily of static elements, and possesses excellent reliability (computed), 

Its extremely flexible design permits easy adaptation to a wide variety of 

A new LR2A/GS version current- 

alignment assignments, 
jh”& f 
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